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Fast label-free multilayered histology-like imaging of
human breast cancer by photoacoustic microscopy
Terence T. W. Wong,1 Ruiying Zhang,1 Pengfei Hai,1 Chi Zhang,1 Miguel A. Pleitez,1

Rebecca L. Aft,2,3* Deborah V. Novack,4,5* Lihong V. Wang1*†

The goal of breast-conserving surgery is to completely remove all of the cancer. Currently, no intraoperative tools can
microscopically analyze the entire lumpectomy specimen, which results in 20 to 60% of patients undergoing second
surgeries to achieve clear margins. To address this critical need, we have laid the foundation for the development of a
device that could allow accurate intraoperative margin assessment. We demonstrate that by taking advantage of the
intrinsic optical contrast of breast tissue, photoacoustic microscopy (PAM) can achieve multilayered histology-like im-
aging of the tissue surface. The high correlation of the PAM images to the conventional histologic images allows rapid
computations of diagnostic features such as nuclear size and packing density, potentially identifying small clusters of
cancer cells. Because PAM does not require tissue processing or staining, it can be performed promptly and intra-
operatively, enabling immediate directed re-excision and reducing the number of second surgeries.
oa

 on June 4, 2017

http://advances.sciencem
ag.org/

ded from
 

INTRODUCTION
In 2015, an estimated ~300,000 new cases of invasive and noninvasive
breast cancer were diagnosed in U.S. women (1). Of these, 60 to 75%
were treated with breast-conserving surgery (BCS) as the initial therapy.
The goal of BCS is to excise the tumorwith a rimof normal surrounding
tissue so that no cancer cells remain at the cutmargin (fig. S1A, negative
margin) while preserving as much normal breast tissue as possible. The
current standard is to find no tumor at the edge of the specimen via
histologic analysis (2) because negative margins reduce the local recur-
rence rate (3–5). Thus, those patients with cancer cells at the cutmargin
(fig. S1B, positive margin) most commonly require a second surgical
procedure to obtain clearmargins. Re-excision surgeries increase health
care costs and the risk of complications, burden patients physically and
psychologically, and potentially delay recommended adjuvant treat-
ment. Several approaches have been used to decrease the positive mar-
gin rate to avoid re-excision (6, 7). However, these techniques may be
ineffective in reducing the reoperative rate (8–12), difficult to master by
surgeons (13), or time-consuming for large specimens (14, 15). As a re-
sult, despite the use of preoperative methods and intraoperative tech-
niques, 20 to 60%of patients undergoing BCS require second surgeries
due to positive surgical margins (16–24).

The standard of care for surgical margin assessment is postoperative
examination of histopathological sections for cancer cells. Intra-
operatively, histologic examination of tissue can be performed by frozen
sectioning, which is limited by the difficulties of freezing adipose-rich
tissue, typical of breast specimens, and the amount of time required to
analyze large surface areas of tissue. For these reasons, frozen-section
histology has not been widely incorporated into surgical practice for
margin assessment during BCS. The ideal tool for margin assessment
would have the same accuracy as histologic analysis without the need
for processing specimens. To achieve this goal, we have developed and
refined label-free photoacoustic (PA) tomography (PAT) for breast
specimens. PAT requires minimal tissue handling, thus shortening
specimen preparation and diagnosis. Label-free PA imaging with
cellular resolution of surgical specimens could potentially provide fast
and accurate breast tumor margin analysis at the time of the initial
procedure, which would provide immediate feedback to surgeons for
intraoperative decision-making.

PAT is a rapidly growing imaging modality that can provide volu-
metric images of biological tissue with scalable spatial resolutions and
imaging depths (25, 26). PAT can be categorized into two primary im-
aging modes: PA microscopy (PAM) and PA computed tomography
(PACT). In optical-resolution PAM mode, the imaging resolution is
limited by the diffraction of light, and the imaging depth is governed
by ballistic photons. Unlike other fluorescence- or scattering-based
optical imagingmodalities, PAT is based on optical absorption contrast,
which, with appropriate wavelength illumination, is highly specific for a
variety of targets (25, 26). Usingmultiwavelength illumination, different
cellular and biological components can be imaged, such as cell nuclei
(27), cytochromes (28), blood (29), melanin pigment (30), and lipid
(31), all without the need for an exogenous contrast agent. Ultraviolet
(UV) laser illumination has the advantage of highlighting cell nuclei, thus
providing the same contrast as hematoxylin labeling used in conventional
histology andmeasuring features related to the histologic landscapewith-
out the need for labels (27). Hence, together with an acoustically defined
axial resolution, UV-PAM can provide multilayered histology-like imag-
ing of the surface of breast tissuewithout physical sectioning, which is not
achievable by bright-field optical imaging. Here, we developed and opti-
mized aUV-PAMsystem to enable label-free, high-resolution, and specific
imaging of fixed, unprocessed breast tissue.
RESULTS
Our UV-PAM system (Fig. 1), which can handle specimens of various
thicknesses, produces images by detecting acoustic waves generated by
laser-induced rapid thermoelastic expansion (25, 26). A focused ultra-
sonic transducer detects the one-dimensional (1D) depth-resolved PA
signals (A-lines). Cross-sectional images (B-scans) or volumetric images
(C-scans) canbeproducedby linear or raster scanning, respectively, using
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amotorized scanning stage. The UV-PAM system records and displays
the PA B-scan images in real time during data acquisition. Because dif-
ferent absorbers intrinsically have different optical absorption spectra,
whenoneabsorberdominates at a chosenwavelength, a single-wavelength
laser can be used to probe a specific biological component without re-
sorting to exogenous labels. In cancer histology, the size variation and
packing densities of cell nuclei can be used to identify cancer cell clusters
(32). Therefore, UV light (266 nm), whichDNA and RNA in cell nuclei
absorb by an order of magnitude more strongly than other biological
components (27), is used for illumination in our UV-PAM system.
At this short wavelength, high spatial resolution can be achieved. The
lateral imaging resolution was experimentally measured to be ~330 nm
(fig. S2B), comparable to that of a conventional bright-field optical mi-
croscope with a high numerical aperture (NA) and sufficient to identify
individual cell nuclei. Therefore, UV-PAM images should be able to re-
veal individual cell nuclear information without labeling.

Imaging of a section of breast tumor specimen without and
with hematoxylin and eosin staining
To initially validate the performance of UV-PAM for breast tissue
imaging, we imaged a section of the tissue cut from a formalin-fixed,
paraffin-embedded block of breast tissue that had not been stained
with hematoxylin and eosin (H&E) (fig. S3). We raster-scanned a thin
slice over a 5mm×5mmarea along the x and y axes for ~100min.Note
that, in PAM, raster scanning generally produces a volumetric image.
However, because the section slice was only 5 mm thick, which is finer
than our axial resolution (fig. S2C), only 2D images are presented (Fig. 2).
As a result of the intrinsic optical absorption, cell nuclei appear to be the
brightest in UV-PAM images. After PA imaging, the slice was deparaf-
finized,H&E-stained, and imagedwith opticalmicroscopy. Comparison
of the cell architecture between the UV-PAM image (Fig. 2A) and the
H&E-stained image (Fig. 2B) reveals multiple similarities.Well-defined
borders between normal tissue and tumor, which is mostly invasive
Wong et al., Sci. Adv. 2017;3 : e1602168 17 May 2017
ductal carcinoma, are outlined with green dashed lines in the images
(Fig. 2, A and B). The normal region (Fig. 2C, red dashed region) in
the UV-PAM image (Fig. 2A) has a correlation coefficient of 0.74 with
its corresponding position in the H&E-stained image (Fig. 2D). We
overlaid the magnified H&E-stained image on its respective UV-PAM
image to show their similarity (Fig. 2E). Similarly, the tumor region
(Fig. 2F, yellowdashed region) in theUV-PAM images has a correlation
coefficient of 0.64 with its H&E-stained image (Fig. 2G). The overlaid
image is shown in Fig. 2H. The areas with imperfect spatial overlapwere
mainly due to structures that had been locally deformed during the
subsequent sample preparation after PA imaging, which can be easily
seen by comparing the features on the top right-hand corners of Fig. 2
(C and D), marked with blue dashed lines and arrows. We emphasize
that although the correlation coefficients were diminished by local de-
formation, corresponding fundamental characteristics of the tissue
structures are present in both UV-PAM and H&E-stained images.
Purple, pink and red, and white in the H&E-stained images correspond
to the brightest,moderately bright, anddark features, respectively, in the
grayscale UV-PAM images. This color correspondence agrees well with
the optical absorption-based contrast expectation. Purple labels the cell
nuclei, which intrinsically absorb UV light most strongly. Pink and red
indicate the cytoplasm, connective tissue, and other extracellular sub-
stances, which absorb UV light less strongly. White represents adipo-
cytes, which appear as a void due to loss of lipid during tissue processing
and appear dark inUV-PAM images because no absorberswere present
to produce acoustic signals.

Label-free UV-PAM of fixed, unprocessed human breast
tumors versus traditional microscopy of specimens
processed with standard histology
To show the full potential of UV-PAM, we imaged formalin-fixed but
unprocessed human breast tumors (Figs. 3 and 4 and fig. S4). After sur-
gical excision, the breast tumors were fixed in formalin to prevent tissue
degradation. Small samples were taken from the tumor/normal
interface and sent for PA imaging. We emphasize that before PA imag-
ing, the breast tumors were only fixed and did not undergo any further
processing. Subsequently, the specimens were processed according to
standard tissue preparation protocols (that is, paraffin embedding,
sectioning, and H&E staining). Sections corresponding to the UV-
PAM imageswere analyzed by conventional bright-field opticalmicros-
copy. Because the UV-PAM system images the surface and subsurface
of a specimen (fig. S5), to prepare the best corresponding H&E-stained
images, superficial sections were used. These H&E-stained sections did
not exactly replicate the surface imaged by UV-PAM, but the image
features are still markedly similar.

For the fixed, unprocessed breast tumor specimen from the first pa-
tient, the region of interest (ROI) was 10 mm × 4.2 mm (fig. S6A). Fig-
ure 3A shows a UV-PAM image of the ROI. The scanning time was
~180 min. The specimen was put in a laboratory-made sample holder,
which flattened the tissue for wide field-of-view (FOV) in-focus imag-
ing. A section was reimaged to show the image’s reproducibility (fig. S7).
Movie S1 shows a series of closeupUV-PAM images of a row of the ROI.
Fundamental characteristics of the cancer structures, tumor margin, and
normal tissue can all be identified in the closeup scanning UV-PAM
images. Movie S2 shows a series of depth-resolved UV-PAM images of
a portion of the ROI. Two closeup depth-resolved UV-PAM images of
the cancer regions are also simultaneously shown to illustrate the strength
of the multilayered imaging capability provided by UV-PAM over
conventional histology. After PA imaging, the corresponding sections
Fig. 1. Schematic of the UV-PAM system for surgical margin imaging. The UV
laser beam is first spatially filtered and expanded by a pair of lenses and a pinhole.
The beam is then focused through an aspherical lens onto the bottom of the breast
tissue specimen (sample), which is placed inside a water tank on top of a sample hold-
er. Some generated acoustic waves propagate through the tissue and reach a focused
ultrasonic transducer. The received acoustic pressure is transduced into an electric sig-
nal, which is then amplified and recorded by a data acquisition (DAQ) card. During data
acquisition, a maximum amplitude projection (MAP) image from themeasured B-scan
data is displayed on a computer screen within approximately 1 s. By raster-scanning
the sample holder, a MAP image from the C-scan data is also displayed.
2 of 8
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were prepared histologically, and images were acquired (Fig. 3B). The
closeup UV-PAM images (Fig. 3, C and E) reveal features similar to
their corresponding H&E-stained images (Fig. 3, D and F). Each image
centers on expanded breast ducts with a cribriform pattern of cellular
proliferation, characteristic of ductal carcinoma in situ, that can be read-
Wong et al., Sci. Adv. 2017;3 : e1602168 17 May 2017
ily discerned in both the UV-PAM and H&E-stained images. Smaller
nests of densely packed nuclei, representing invasive ductal carcinoma,
can also be seen along the top edge in Fig. 3 (C to F). From another
closeup UV-PAM image (Fig. 3G), it is clear that our imaging system
is capable of imaging individual cell nuclei.
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Fig. 2. Imaging of thin breast tissue slices without and with H&E staining. (A) Unstained paraffin-embedded breast tissue slice imaged by the UV-PAM system. (B) H&E-
stained deparaffinized breast tissue slice imaged by a standard microscope. The green dashed lines in (A) and (B) outline the boundaries of the normal and tumor regions. The
upper-right area is the tumor region, and the bottom-left area is the normal region. (C and D) Zoomed-in UV-PAM and H&E-stained images of the normal regions (red dashed
regions) in (A) and (B), respectively. The blue dashed lines and arrows on the top right-hand corners in (C) and (D) label a representative local deformation. (E) Overlay image of (D)
on (C). (F and G) Zoomed-in UV-PAM and H&E-stained images of the tumor regions (yellow dashed regions) in (A) and (B), respectively. (H) Overlay image of (G) on (F).
, 2017
Fig. 3. Imagingof abreast tumor from the first patient. (A) UV-PAM imageof the fixed, unprocessedbreast tumor. (B) H&E-stainedhistologic imageof the samearea shown in
(A) acquired after processing, sectioning, and staining the excised breast tissue. The blue dashed lines in (A) and (B) outline the interface between the normal and tumor
regions. (C andD) Zoomed-in UV-PAMand H&E-stained images of the red dashed regions in (A) and (B), respectively. (E and F) Zoomed-in UV-PAMandH&E images of the yellow
dashed regions in (A) and (B), respectively. IDC, invasive ductal carcinoma; DCIS, ductal carcinoma in situ. (G) Zoomed-inUV-PAM imageof the orangedashed region in (A). CN, cell nuclei.
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For the second patient, an ROI of 7.5 mm × 4.5 mm (fig. S6B) was
imaged by our UV-PAM system (Fig. 4A). The corresponding H&E-
stained image is shown in Fig. 4B. The closeup UV-PAM image (Fig.
4C) shows a number of small bright cell nuclei that correspond to lym-
phocytes on the histologic image (Fig. 4D). Lymphocytes are often as-
sociated with cancer. Comparing the two closeup images (Fig. 4, C and
D), we observe denser lymphocytes in our UV-PAM image. This
difference can be explained by the greater imaging penetration depth
of UV-PAM (fig. S5) compared to the sectioned slice thickness of the
H&E-stained tissue.

When the cell nuclei are densely packed along the lateral and axial
directions, individual cell nuclei cannot be resolved, resulting in a bright
and dense feature, as seen in another closeupUV-PAM image (Fig. 4E).
In this case, the corresponding H&E-stained image (Fig. 4F) demon-
strates densely packed breast tumor cells. For a third patient sample,
the ROI was 7.8 mm × 3 mm (fig. S6C). As with the second patient,
in our UV-PAM image, we can see a bright signal in the left region
(fig. S4A). This region also represents a high-grade tumor, as shown
in the corresponding H&E-stained image (fig. S4B). This H&E-stained
image reveals relatively large empty regions, which are fully filled in the
UV-PAM image, due to the rough surface of the third specimen. There-
fore, these UV-PAM andH&E-stained images (fig. S4, A and B) clearly
show that the greater imaging depth allows theUV-PAMsystem to pro-
vide more cellular structural information than a corresponding H&E-
stained thin section of the same tissue.

To show that diagnostic features can be computed quantitatively
from our UV-PAM images, we measured the sizes and the internuclear
distances of the cell nuclei from various cell types in bothUV-PAMand
H&E-stained images. In particular, nuclear features from breast cancer
cells were derived from Fig. 3 (C and D), whereas lymphocyte nuclear
features were derived from Fig. 4 (C and D). Our results show that the
calculated distribution of the nuclear area per cell values fromUV-PAM
images is similar to that from H&E-stained images (Fig. 5, A and B) in
terms of mean values and standard deviations (SD). On the basis of the
nuclear cross-sectional area, breast cancer cells and lymphocytes can be
readily distinguished (Fig. 5, A and B). Our results also show that the
calculated distributions of the internuclear distances of breast cancer cells
Wong et al., Sci. Adv. 2017;3 : e1602168 17 May 2017
and lymphocytes from theUV-PAM images are similar to those from the
H&E-stained images (Fig. 5, C andD)with good agreement inmean and
SD values. These results further support the accuracy of the information
that can be extracted from UV-PAM images, which would potentially
enable accurate PAM-based histologic assessment of cancer specimens.
DISCUSSION
Implementation of an intraoperativeUV-PAM system for breast tumor
excision could be transformative. Our UV-PAM system was able to
image fixed, unprocessed breast tumors with an image quality com-
parable to that of conventional histology using processed, paraffin-
embedded, sectioned, andH&E-stained specimens (Figs. 3 and 4 and
fig. S4). Although fixed breast tumors were imaged in this study to
maintain tissue integrity during relatively long intervals between surgery
and processing for histology, fresh breast tumors are expected to provide
similar imaging contrast (33). With relevant information regarding
such tissue features as the average nuclear size and internuclear distance
(Fig. 5), typically obtained from histology, UV-PAM images could be
used to detect cancer cell clusters at the margins of tissue specimens
during a surgical procedure, allowing immediate action to achieve clear
margins.Althoughbenignbreast epithelial cells are too few in theUV-PAM
images to be compared with cancer cells, the close correspondence be-
tween UV-PAM and histology for both lymphocytes and cancer cells
provides the proof of concept that UV-PAM can be used to examine
diagnostically relevant parameters.

To fulfill the clinical needs of an intraoperative assessment, imaging
throughput has to be improved. Currently, acquiring an approximately
1 cm × 1 cm image with a spatial resolution comparable to that of a
traditional high-NA optical microscope takes about 7 hours. However,
multichannel parallel imaging can shorten the scanning time by orders
of magnitude. For instance, the laser beam can be focused tomore than
80 × 80 spots by a microlens array while the generated PA waves are
received by an ultrasonic transducer array simultaneously (34). For
intraoperative margin analysis of surgical specimens, it would be ideal
to scan the entire surface of a specimen, although the current gold
standard histology is to spot-check only selected regions owing to
Fig. 4. Imaging of a breast tumor from the second patient. (A) UV-PAM image of the fixed, unprocessed breast tumor. (B) H&E-stained histologic image of the same area
shown in (A) acquired after processing, sectioning, and staining the excised breast tissue. (C andD) Zoomed-in UV-PAM and H&E images of the red dashed regions in (A) and (B),
respectively. LCN, lymphocyte cell nucleus; TCN, tumor cell nucleus. (E and F) Zoomed-inUV-PAMandH&E-stained images of the yellowdashed regions in (A) and (B), respectively.
D, duct. The two ducts are surrounded by invasive ductal carcinoma.
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limited throughput. Because a typical breast lumpectomy specimen
has a diameter of less than 5 cm with a thickness of ~1 cm, the total
surface area is less than ~55 cm2, which could be imagedwithin 4min.
With this imaging duration combined with computer-aided detection
(35), feedback could be provided intraoperatively to surgeons.

The functionality of the UV-PAM system can be boosted in two
ways. First, instead of imaging excised, fixed, and unprocessed breast
tissue using a benchtop UV-PAM system, it is possible to design the
UV-PAM system in a handheld probe configuration that allows in vivo
imaging of breast tissue. With a high–repetition rate laser, real-time
UV-PAM images can be provided with an imaging FOV of ~3 mm ×
3 mm. This capability would enable “virtual” histology-guided BCS,
which would allow surgeons to see histology-like images of remaining
breast tissue after tumor excision and allow immediate detection and
removal of residual tumor. UV light in vivo can be safely used at the
targeted imaging depth of ~100 mmbecause the corresponding surface’s
laser exposure is <0.1mJ/cm2 for the currentUV-PAM images and thus
well within the American National Standards Institute safety standard,
which sets the maximum permissible exposure at 3 mJ/cm2 for this
wavelength (33). Second, the imaging specificity of the UV-PAM sys-
tem can be improved by using amultiwavelength technique. Although
UV illumination can probe cell nuclei, other breast tissue structures,
such as stroma and microcalcification, absorb UV light at lower but
still similar levels and appear moderately bright with comparable sig-
nal amplitudes in the UV-PAM images. With hydroxyapatite absorp-
tion contrast, using a 700-nm laser would allow the identification of
microcalcifications (36), which are associated with some breast
cancers (37, 38).
Wong et al., Sci. Adv. 2017;3 : e1602168 17 May 2017
One limitation of the UV-PAM imaging performed here is that
densely packed cell nuclei create a bright signal (Fig. 4, A, B, E, and
F, and fig. S4, A and B), preventing the observation of individual cell
nuclei. This effect is likely due to the difference in imaged thicknesses
(~100 mm inUV-PAMversus ~5 mm inH&E). The intense signal could
lead to false-positive margin calls when dense lymphocytes rather than
tumor cells generate this pattern. Equipping the UV-PAM system with
optical sectioning capability, which can be achieved by several different
approaches, such as Gruneisen relaxation (39), would improve the axial
resolution. With optical sectioning, UV-PAM could image a thickness
of breast tissue equivalent to standard histologic sections, likely elimi-
nating this confounding imaging pattern. Furthermore, with improved
axial resolution, it is possible to reconstruct a detailed volumetric image
of breast tumor specimens with more resolvable points along the axial
direction, enabling 3D information extraction. This previously in-
accessible information could potentially boost the accuracy of specimen
analysis.

In summary, we have developed and optimized UV-PAM of breast
tissues, generating images of cellular structures and organizations simi-
lar to that seen on histologic sections stained with H&E. Diagnostic
features, such as the sizes and internuclear distances of cell nuclei, can be
computed accurately from our UV-PAM images. These features have
been found to relate to cytologic and histologic grade, tumor size, nodal
status, and clinical stage (40). With these useful parameters, automatic
algorithms could be developed to recognize malignancy in UV-PAM
images. We believe that this is the first step toward the development
of an intraoperative margin assessment tool that can be used by sur-
geons and pathologists to detect and distinguish cancer cells and normal
Fig. 5. Distributions of cell nuclear area values and internuclear distances in the breast tumor specimens (Figs. 3 and 4), where bin interval = 8 and n = 30 for each
distribution. (A) Histogram of the cell nuclear cross-sectional areas imaged by UV-PAM (Figs. 3C and 4C). The green dashed line is a Gaussian fit for lymphocytes, with a mean of
32.8 mm2 and an SD of 7 mm2. The red dashed line is a Gaussian fit for cancer cells, with amean of 67.6 mm2 and an SD of 11 mm2. (B) Histogram of the cell nuclear cross-sectional
areas imaged by histology (Figs. 3D and 4D). The green dashed line is a Gaussian fit for lymphocytes, with a mean of 30.1 mm2 and an SD of 6.7 mm2. The red dashed line is a
Gaussian fit for cancer cells, with amean of 66 mm2and an SDof 9.2 mm2. (C) Histogramof the internuclear distances imagedbyUV-PAM (Figs. 3C and 4C). The green dashed line is
a Gaussian fit for lymphocytes, with amean of 13.1 mmand an SD of 3.8 mm. The red dashed line is a Gaussian fit for cancer cells, with amean of 15.4 mmand an SD of 2.4 mm.
(D) Histogramof the internuclear distances imagedbyhistology (Figs. 3D and 4D). Thegreen dashed line is a Gaussian fit for lymphocytes, with amean of 13.2 mmand an SDof
4.1 mm. The red dashed line is a Gaussian fit for cancer cells, with a mean of 17.2 mm and an SD of 2.9 mm.
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tissue, we believe thatUV-PAMcan be optimized for other cancer spec-
imens where margin status is critical for patient outcome, such as pan-
creatic cancer and glioblastoma.
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MATERIALS AND METHODS
Human breast tissue ex vivo imaging experiments
After informed consent was obtained, breast cancer specimens were
collected fromwomenwith newly diagnosed stage I/II breast cancer un-
dergoing BCS. The protocol was approved by the Institutional Review
Board at Washington University in St. Louis. After excision, breast tu-
mor specimens were placed in formalin and sectioned through the tu-
mor under the supervision of a pathologist (D.V.N.). One-half of the
specimen was used for histologic analysis, and the other half was used
for PAM imaging.

Transmission-mode UV-PAM system
Our transmission-modeUV-PAM system (Fig. 1) used light at 266 nm,
which is emitted by a Nd:YLF (neodymium-doped yttrium lithium flu-
oride) Q-switchedUV laser (QL266-010-O, CrystaLaser Inc.). The laser
beam was expanded 50 times by a pair of lenses (LA4647-UV and
LA4663-UV, Thorlabs Inc.) and spatially filtered by a 25-mm-diameter
pinhole (#59-255, Edmund Optics Inc.). The beam was subsequently
focused by an aspherical lens (A25-25FPX-S-X, asphericon GmbH)
to illuminate the specimen from below. The specimen was sandwiched
between a laboratory-made water tank with a membrane, which was
placed on the sample holder, and a quartz slide/coverslip. The gap be-
tween the membrane and the specimen was filled with water to ensure
effective acoustic coupling. The PAwaves were generated at the bottom
surface of the specimen. Finally, the upwardpropagatingPAwaveswere
focused by a laboratory-made acoustic lens and detected by a water-
immersed ultrasonic transducer (V214-BB-RM, Olympus NDT Inc.)
with a central frequency of 50 MHz. The working distance of the ultra-
sonic transducer is ~6 mm.

Lateral and axial resolution measurements by
gold nanoparticles
The lateral and axial resolutions of theUV-PAMsystemweremeasured
by imaging 50-nm-diameter gold nanoparticles (fig. S2A). Five gold na-
noparticles were segmented and averaged to provide data points for
Gaussian profile fitting to measure the lateral resolution. The full width
at half maximum (FWHM) of the Gaussian fit profile is ~330 nm (fig.
S2B), which is close to the theoretical value of ~280 nm for the 0.48 NA
of the aspherical lens. Tomeasure the axial resolution, we used the A-line
signal of the gold nanoparticle’s center position (fig. S2A). The FWHMof
the amplitude of the Hilbert-transformed A-line signal reveals the axial
resolution of the imaging system. It measures ~32.5 ns (fig. S2C), which
corresponds to~48mmfor a speedof soundof~1480m/s.The theoretical
value is calculated to be ~42 mm, which is similar to the experimental
value.With the current penetration depth for breast tissues (fig. S5), there
are about three resolvable voxels in the axial dimension. Hence, depth-
resolved images can be achieved (movie S2).

UV-PAM of fixed, paraffin-embedded breast tumor
specimen versus conventional microscopy of specimen
processed with standard histology
The procedure for preparing thin breast tissue slices without and with
H&E staining is shown in fig. S3. For UV-PAM imaging, a quartz slide,
Wong et al., Sci. Adv. 2017;3 : e1602168 17 May 2017
which is a UV transparent material, was used instead of a glass slide
below the sectioned breast tumor. This material ensured effective light
delivery to the breast tissue. The quartz slide was put on the sample
holder, and the tissue was covered by a water tank with a membrane
window.Note that no coverslip was used, andwater was added between
the tissue-to-membrane interfaces to ensure effective acoustic coupling.
Last, the water tank was filled with water, and the focused ultrasonic
transducer was immersed for acoustic wave detection. After PA imag-
ing, the tissue slice was sent back to the pathologist for H&E staining
and corresponding histologic imaging.

UV-PAM of fixed, unprocessed breast tumor specimens
versus conventional microscopy of specimens processed
with standard histology
Preparation of all breast tumor specimens followed the same protocol.
The specimens were promptly delivered from the pathologist to the PA
imaging laboratory. During delivery, the specimen was immersed in
10% neutral buffered formalin (NBF) tomaintain its rigidity and shape.
Upon arrival, the breast tumor was put on a quartz coverslip, which
served both as a flat platform for the rough breast tissue surface and
as a transparent optical window for UV light illumination. When the
specimen was further sandwiched by the water tank membrane, the
breast tissue, which is ragged at the edges, was stretched over the quartz
coverslip surface. This imaging platform design enabled wide-FOV in-
focus imaging. As before, the water tank was put on the sample holder
and filled with water for acoustic coupling. The acoustic waves gener-
atedwere detected by the immersed ultrasonic transducer. After PA im-
aging, the thick breast tissue was put back into the NBF and returned to
the pathologist. The breast tissue then underwent standard histology
procedures for H&E staining. To make full FOV comparison with
UV-PAM images, the H&E-stained slide was imaged with bright-field
microscopy (NanoZoomer, Hamamatsu Photonics K.K.).

Data acquisition and processing
We developed a LabVIEW software–based data acquisition program.
After acquiring all the user inputs, the computer transferred all the param-
eters to a central controller (sbRIO-9623, National Instruments Corp.),
which integrated with a reconfigurable field-programmable gate array.
The controller triggered the UV laser and the data acquisition card
(ATS9350, Alazar Technologies Inc.) installed in the computer, and data
were recorded on the computer hard disk, with real-time display on the
computer screen. The controller also triggered the x and y scanning stages
(PLS-85, PI miCos GmbH) in synchronization with the laser for point-
by-point scanning of the specimen surface. Each laser pulse generated a
1D PA image (A-line) by recording the time course of the PA signal.
Volumetric image of the specific optical absorption (J/m3) of the specimen
can be obtained by raster-scanning a motorized stage.

Calculations of the cell nuclear cross-sectional area and
internuclear distance
Because cell nuclei have higher optical absorption than other tissue com-
ponents at the illuminationwavelength, they generated strongerPA signals.
To distinguish cell nuclei frombackground, we set a contrast-to-noise ratio
threshold of 6 dB, where noise was defined as the SD of the background
area’s amplitude. On the basis of the threshold, the PA image was then
converted into a binary image. The cell nuclei were identified (that is,
segmented) on the basis of the binary PA image. Because the lateral res-
olution of UV-PAM (0.33 mm)wasmuch finer than the axial resolution
(48 mm), the cell nuclear cross-sectional areawas calculated in the lateral
6 of 8
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plane. After the cell nuclei were identified, the center positions of the cell
nuclei were located and used to compute the shortest adjacent distance
to a neighboring cell nucleus to represent the internuclear distance.
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